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Fig. 17a

After lifting the Cannulated Reamer 1 assembly and the 
attached PSI Ream Guide from glenoid, unclip PSI Ream 
Guide by pushing on the two tabs on the shaft.

Fig. 17b

Do not pull end or guide may snap.

Fig. 19

Hand ream using the Cannulated Reamer 2 assembly 
and PSI Ream Guide until spokes are flush to previously 
reamed surface.

Lift the Cannulated Reamer 1 assembly from the glenoid 
leaving the 2.5mm Pins in place taking care not to change the 
angle of the Pins. The PSI Ream Guide is still attached to the 
Cannulated Straight Driver. Unclip the PSI Ream Guide from 
the shaft of the Cannulated Straight Driver by pushing on the 
two tabs on the shaft to unsnap the Guide (Fig. 17a). 

NOTE: Do not use the shaft of the PSI Ream Guide to unclip 
it from the Cannulated Straight Driver, as this may cause the 
guide to snap. (Fig. 17b). 

Compare reamed glenoid surface with image provided in the 
pre-operative plan (Fig. 18). It should correspond with the 
surgical steps. 

If the inferior pin is loose, it may be removed at this point. 

NOTE: If necessary, remove any remaining prominent glenoid 
bone with a small motorized burr or rongeur. 

Depending on which size glenosphere will be implanted, 
select the appropriately sized Cannulated Base Plate Reamer 
2. Attach either the 36mm or the 40mm bow-tie shaped 
Cannulated Base Plate Reamer 2 to the Cannulated Straight 
Driver by sliding the Driver tabs into the rounded slots of 
Base Plate Reamer 2. Set the Ratchet T-Handle on the LOCKED 
position. Place the Cannulated Reamer 2 assembly over the 
inferior 2.5mm Pin and ream by hand, using an oscillating 
motion, until the spokes are flush to the previously reamed 
face (Fig. 19). The outer cutting teeth of Base Plate Reamer 2 
will ream the surrounding bone to provide clearance for the 
glenosphere head. Once the base plate implant is in place, 
surface reaming is not possible without potentially damaging 
the base plate which may occur when using a hand burr. 

NOTE: This step is necessary to help ensure the glenosphere 
head will lock on the Base Plate properly. All reasonable efforts 
should be made to use the appropriate Base Plate Reamer 2. 
The size of base plate reamer corresponds to the glenosphere 
head to be used. 

Lift the Cannulated Reamer 2 assembly from the glenoid 
leaving the 2.5mm Pins in place taking care not to change the 
angle of the superior Pin. 

Remove the inferior 2.5mm Pin from the glenoid bone.

2.5mm Pin Sterile

47-4309-025-01 
Base Plate Cannulated 

Reamer 1

00-4309-041-01 

Base Plate Cannulated 

Reamer 2 (36mm Or 40mm)

00-4309-042-02/03 

Cannulated Straight 

Driver

00-4307-074-00 

X

Fig. 18

Compare reamed glenoid surface with image provided in 
pre-operative plan.
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Drill Base Plate Post Hole

NOTE: No PSI Guide is required for this step. Use the 
appropriate length of the 7.5mm Drill determined by the pre-
operative plan. Do not use the PSI Ream Guide.

The base plate post hole must now be prepared. The system 
provides three tools for a 15mm long post base plate, a 7.5mm 
Drill, a 7.5mm Cortex Drill and a 7.5mm Compression Plug, 
to aid in post hole preparation based on bone quality and 
surgeon preference (Fig. 20). All three are used through the 
Base Plate Drill Guide 2 which is placed in the cavity created by 
the last Base Plate Reamer used. 

NOTE: Select length according to the implant post size. For 
the 25mm and 30mm base plates, a 7.5mm Drill is the only 
available option for bone preparation. 

Poor Bone Stock

When poor bone stock exists, use the 7.5mm Cortex Drill to 
remove only the first 3 to 4mm of glenoid cortex. If a press fit 
of the distal end of the Glenosphere Base Plate post is desired, 
then the preparation is complete. If it is deemed appropriate 
to compress more bone, use the 7.5mm Compression Plug 
to compress the cancellous bone in the vault prior to implant 
insertion. 

WARNING: The Compression Plug should not be used unless 
the 7.5mm Cortex Drill is first used. Otherwise there may be a 
risk of fracture.

Good Bone Stock

Only if there is good hard bone, use the 7.5mm Drill to ream 
bone for the full depth of the post of the base plate. 

Attach the 7.5mm Drill to the Cannulated Straight Driver by 
sliding the Driver tabs into the rounded slots of the 7.5mm 
Drill. 

Introduce the Base Plate Drill Guide 2 to the 7.5mm Drill 
assembly and drill until the drill housing collar is flush to the 
top of the Base Plate Drill Guide 2 (Fig. 21).

7.5mm 
Compression 
Plug

7.5mm  
Cortex Drill

7.5mm  
Drill

Fig. 20

Tools available for base plate post hole preparation. Tool 
chosen based on bone quality and surgeon preference.

Fig. 21

Drill until the 7.5mm Drill assembly housing collar is flush to 
the top of the Base Plate Drill Guide 2.

Cannulated 

Straight Driver

00-4307-074-00 

7.5mm Base Plate Drill 

(15mm, 25mm Or 30mm)

00-4309-045-15/25/30

Cortex Drill 7.5mm X 15mm 

(Based On Bone Stock)

00-4309-046-15 

Compression Plug, 

7.5mm X 15mm  

(Based On Bone Stock)

00-4309-047-15 

Base Plate Drill 

Guide 2

00-4309-022-00 

PSI Ream Guide

20-8015-008-00
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Insert Base Plate

NOTE: Bone cement or bone grafts should not be used to 
secure the base plate to the glenoid bone. Initial base plate 
fixation will come from 0.5mm interference fit along the center 
post and superior/inferior compression screw fixation. 

Prior to implantation, confirm the base plate post size. The 
base plate center post length comes in three sizes (15, 25 
and 30mm), and the final implant size must match the length 
of 6mm Cannulated Drill and 7.5mm Drill used to prepare the 
glenoid vault. 

Clip the PSI Roll Guide to the shaft of the Base Plate Inserter. 
Attach the definitive Base Plate implant to the Base Plate 
Inserter. Verify the side marked “A” is positioned anterior and 
the side marked “P” is positioned posterior, then insert the 
Base Plate/Base Plate Inserter assembly into the prepared 
glenoid and achieve the intended baseplate rotation (roll) 
orientation by engaging the superior guide pin into the hole of 
the PSI Roll Guide (Figs. 22 & 23). 

The PSI Roll Guide should be slid down on the Base Plate 
Inserter up to the level illustrated in Fig. 23. Ensure not to 
slide it lower than this level. 

The Base Plate is implanted by striking the Base Plate Inserter 
with a mallet until the back of the component is completely 
flush with the prepared surface. Once again take care to slide 
the PSI Roll Guide in line with the reference Pin. A tendency 
to drop the hand will not allow the PSI Roll Guide to properly 
place the Base Plate at its proper position with respect to tilt 
and version. 

Disengage the Base Plate Inserter and PSI Roll Guide from the 
fully seated Base Plate implant. Make sure to visualize full 
seating thru the screw holes of the Base Plate and reengage 
the Impactor if necessary for further seating.

Fig. 22

Clip the PSI Roll Guide to shaft of the Base Plate Inserter 
assembly and engage the superior guide pin into the hole of 
the PSI Roll Guide.

Fig. 23

Insert the Base Plate/Base Plate Inserter assembly into the 
prepared glenoid. PSI Roll Guide should contact the bone 
over the superior pin.

6mm Cannulated Drill 

(15mm, 25mm, Or 30mm)

47-4309-061-15/25/30

7.5mm Base Plate Drill 

(15mm, 25mm Or 30mm)

00-4309-045-15/25/30

Base Plate Inserter

00-4309-044-01 
PSI Roll Guide L/R

20-8015-003/004-00 
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Drill Screw Holes and Insert Screws  
and Locking Caps

NOTE: If the Base Plate post size used differs from the 
preoperative plan, the PSI Screw Guide should not be used 
and the Trabecular Metal Reverse Drill Guide should be used 
instead in the standard non-PSI fashion.

Insert the PSI Screw Guide into the cavity of the base plate 
making sure to mate the protrusions of the PSI Screw Guide 
with the screw holes at the bottom of the cavity of the base 
plate. Ensure that the arrow on the PSI Screw Guide is 
positioned superiorly (Fig. 24) and points to the superior pin 
(Fig. 25). This confirms the base plate screw holes are oriented 
according to the pre-operative plan. 

NOTE: If the arrow does not point to the superior Pin, the PSI 
Screw Guide should not be used and the Trabecular Metal 
Reverse Drill Guide should be used instead in the standard 
non-PSI fashion.

Remove the Superior Pin from the glenoid. Attach the 2.5mm 
Drill to power. Hold the PSI Screw Guide by hand using your 
index finger while inserting the Drill. Drill the screw pilot holes 
bi-cortically through the PSI Screw Guide and Base Plate (Fig. 
26). A drill push technique is useful to palpate for the second 
cortex in this relatively thin walled area of the scapula. Lines 
on the 2.5mm Drill should not be used to measure the screw 
length as the height of the PSI Screw Guide will affect the 
reading. 

Superior Pin

Fig. 24

Insert the PSI Screw Guide into the cavity of the base plate. 
Ensure guide protrusions mate with screw holes on the base 
plate and guide arrow is positioned superiorly.

Fig. 26

Drill the screw pilot holes bi-cortically through the PSI Screw 
Guide and Base Plate.

Fig. 25

Visually verify that the arrow on the PSI Screw Guide points 
to the superior pin.

2.5mm Drill Sterile

47-4309-046-01 
Base Plate Drill Guide 2

00-4309-022-00 
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Fig. 28

Affix locking cap to the Reverse Torque Wrench and gently 
slide the Locking Screw Holder over the locking cap.

Fig. 27

Assemble the Depth Gauge and insert into screw holes to 
validate proper screw length.

WARNING: When drilling the screw holes, care should be 
taken to avoid bending the 2.5mm Drill when it is inside the 
Drill Guide. This creates resistance between the Drill and Drill 
Guide which may cause the drill to break. Ensure that the Drill 
is engaged in the orientation planned by the Guide to avoid 
bending the 2.5mm Drill.

Remove the 2.5mm Drill and PSI Screw Guide. Assemble the 
Depth Gauge (Fig. 27) and insert into the screw holes to aid 
in validating the proper screw length. The planned screw 
length appears on the pre-operative plan. Note that the depth 
gauge reading may not be the identical value as the planned 
screw length, due to planned screw tip perforation. Screws are 
available in 18-48mm lengths. Remove the superior 2.5mm 
Guide Pin from the base of the coracoid process. Insert the 
Inverse/Reverse screws in the inferior and superior screw 
holes with the Hexagonal Screw Driver. The screws should 
be inserted and then tightened back and forth from superior 
to inferior screw to aid in proper compression of the Base 
Plate (as one would tighten lug nuts on a tire). To rigidly lock 
the screw in place, affix a locking cap to the Reverse Torque 
Wrench with rounded surface facing lateral, and gently slide 
the Locking Screw Holder over the locking cap (Fig. 28). The 
locking cap and Reverse Torque Wrench should be orientated 
perpendicular to the base plate surface. Slide back the 
Locking Screw Holder and turn the locking cap in place until 
the Torque Wrench slips or an audible click is heard. 

2.5mm Drill Sterile

47-4309-046-01 
Base Plate Drill Guide 2

00-4309-022-00 
Depth Gauge

00-4309-048-00
Hexagonal 

Screwdriver

02.00024.023 

Locking Screw Cap Clip

02.00024.121 
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NOTE: The locking screws only engage in one orientation. 
The flat surface must be pointing toward the screw (Fig. 29). 
To avoid mis-threading, the screwdriver shaft should be 
perpendicular to the base plate to properly seat the locking 
screw. Failure to slide back the Locking Screw Holder can 
impede locking cap insertion. 

Follow Appropriate Reverse Shoulder  
Surgical Technique
Following the insertion of the base plate, screws and locking 
caps, proceed with the insertion of the glenosphere as 
explained in the Zimmer Trabecular Metal Reverse Shoulder 
System surgical technique (97-4309-203-00). Depending on 
which humeral stem has been chosen for implantation, refer 
to the aforementioned technique, or the Anatomical Shoulder 
Inverse/Reverse surgical technique (97-4223-102-00).

Fig. 29

The flat surface of locking cap must point towards the screw.

Locking Screw Cap Clip

02.00024.121 
Torque Screwdriver

02.00024.022 
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 Sterilization (Autoclave) 

Cycle type Temperature1 Exposure Time1 Minimum Dry Time2 Minimum Cool Time3

Pre-Vacuum 132°C (270°F) 4 minutes 30 minutes 30 minutes

Cleaning/Sterilization Methods
Zimmer PSI System Instrument Guides (including the Bone 
Model) are provided non-sterile and are single use. They must 
be cleaned and sterilized by the end-user before the surgery. 

If, after end-user cleaning and sterilization, the sterility has 
been compromised (without introduction of blood, protein or 
any other bio-contaminants), the Zimmer PSI System Instrument 
Guides can only be re-cleaned and re-sterilized once.

WARNING: Before every surgery, the user must verify that all 
instrument guides have been cleaned and sterilized.

Cleaning

1.	 Disassemble the Bushings from the Main Component of the 
PSI Ream Guide (see top right image).

2.	 Pre-soak all Instrument Guide Components (including the 
Bone Model) in an enzyme solution.

3.	 Scrub all Instrument Guide Components (including the Bone 
Model) with a soft bristle brush to remove all visible soil. 

4.	 Use a water jet to flush difficult to access areas and closely 
mated surfaces (see areas labeled “B” in the images in the 
next column). 

5.	 Ultrasound clean (Sonication) all Instrument Guides 
(including the Bone Model) in an enzyme solution with a 
minimum cycle time of five minutes.

6.	 Thoroughly rinse and dry all Instrument Guides (including the 
Bone Model). 

Sterilization Parameters

All Zimmer PSI Shoulder Instrument Guides components 
(including the Bone Model) required Steam Sterilization before 
use per the Sterilization (Autoclave) method provided below.

All PSI Shoulder components should not be sterilized in the 
packaging supplied with them. All sterilizations should be 
performed using standard and regularly maintained equipment.

PSI Pin Guide
Main Component

PSI Pin Guide  
Metal Bushings

PSI Roll Guide

PSI Ream Guide	PSI Pin Guide	

PSI Screw Guide                              PSI Bone Model 

B

1 Both the given cycle temperature and time can be increased to 134°C + 3°C (273.2 °F + 5.4 °F) and 18 minutes according to local requirements outside of the United States such as in the European Union.
2 Drying times vary according to load size and should be increased for larger loads.
3 Cooling times vary according to the type of sterilizer used, device design, temperature and humidity of ambient environment, and type of packaging used. Cooling process should comply with ANSI/AAMI ST79.
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Instruments Required

PSI Components
20-8015-016-00 PSI Preoperative Plan

20-8015-011-00 PSI Bone Model

20-8015-001/002-00 PSI Pin Guide

20-8015-006-00 PSI Pin Guide Metal Bushings

20-8015-008-00 PSI Ream Guide

20-8015-003/004-00 PSI Roll Guide L/R

20-8015-009/010-00 PSI Screw Guide L/R

Required Instruments
00-4301-018-00 Glenoid Scraper

00-4309-009-00 Threaded Alignment Rod

47-4309-025-01 2.5mm Pin Sterile

00-4307-074-00 Cannulated Straight Driver

47-4309-061-15/25/30 6mm Cannulated Drill (15mm, 25mm, Or 30mm)

00-4309-041-01 Base Plate Cannulated Reamer 1

00-4309-042-02/03 Base Plate Cannulated Reamer 2 (36mm Or 40mm)

00-4309-045-15/25/30 Base Plate Drill, 7.5mm X (15mm, 25mm, Or 30mm)

00-4309-046-15 Cortex Dr, 7.5mm X 15mm (Based On Bone Stock)

00-4309-047-15 Compression Plug, 7.5mm X 15mm (Based On Bone Stock)

00-4309-022-00 Base Plate Drill Guide 2

00-4309-044-01 Base Plate Inserter

47-4309-046-01 2.5mm Drill Sterile

00-4309-048-00 Depth Gauge

02.00024.023 Hexagonal Screwdriver

02.00024.022 Torque Screwdriver

02.00024.121 Locking Screw Cap Clip
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Contact your Zimmer representative or visit us at www.zimmer.com

This documentation is intended exclusively for physicians and is not intended for laypersons. 
Information on the products and procedures contained in this document is of a general nature 
and does not represent and does not constitute medical advice or recommendations. Because 
this information does not purport to constitute any diagnostic or therapeutic statement with 
regard to any individual medical case, each patient must be examined and advised individually, 
and this document does not replace the need for such examination and/or advice in whole or 
in part. Please refer to the package inserts for important product information, including, but not 
limited to, contraindications, warnings, precautions, and adverse effects.  

The CE mark is valid only if it is also printed on the product label.

Caution Federal (U.S.) law restricts this device to sale by or on the order of a physician. 

Manufacturer 

Zimmer CAS 
75, Queen Street, Suite 3300 
Montreal (Quebec) H3C 2N6 
CANADA 
Tel: 1 (514) 395-8883 
Fax: 1 (514) 878-3801 
Web site: www.zimmer.com
Email: ZimmerPSI@zimmercas.com

EC Representative 

Zimmer U.K. Ltd. 
9 Lancaster Place 
South Marston Park 
Swindon, SN3 4FP, UK 

Customer Support 

Phone number: 1 (866) 336-7846


